TUCSON POLICE DEPARTMENT
CRIME LABORATORY ;{]\\
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 5000

inspection, and having performed such inspections on Intoxilyzer 5000

# \2. Seral#(MH-00 25 o . certifies by her signature:
on -llci |'31~"’1I .witharesult of Q07X AC. 0.0JAC,
and on ?J‘i‘ [o4 . with aresult of .03 AC, 0.5JZAC.

this instrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from _0.070 AC. to _0.090 AC) . as defined by R9-14-404.A.3.

No problems were reported concerning this instrument between these

0 o Copds

Jerfifer L. Coombs

two dates.

ADPS QAS Permit #QAS 29886 (issue date 06/15/2004)

SUBSCRIBED AND SWORN to before me
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RDIAGHNOSTIC TESTS

T DVHM Tast check Setting should bs between (200 apd
SB00. Maode selection switch 52 aong 51 and 53 off or
keyboard menu selection M"E". Beading is zﬁﬂﬁ J

W Display Test check. Mods selsaction switch 51 on and 537
and 53 off '‘or kevboard menu selection "W

vff Printer Test check. Mods salection switch 54, 855, 5
ofT o kevhoird menu salection ha

J/;F Clack time chsck. Hode selection Sswitch 510 cgn o=

rxevboard menu selsciion "EM.

V/f‘ Date chack. Maocda s=2laction switeh S11 on or keyboard
many sslsecian MEVL

OEFRATTOMNAT TESTS
v Alcahol frese subject Test result a.400 AC
v Error recagnition logic system functianing
Invalid tast printad
IV Proper sample recagnitign systam
Invalid sampls printed.”
; Deficient sample prlttaﬂxf
L N/A Complatsness of sample purge with collaction tubs**
% Calibration standard g. K0 AC
Results: 0.0I8AC % 0.07TLAC /
Instrument operating properly and accurately. YESY NO _

commznts: S toved click nheed 0%% 50931,

SIGHATURE &M \_/ﬁ i OM

v
Q. alcobdl ciLcentratimn standard collacted for subssguenc
analysis.»*

*WITHE OR WITHOUT VAPOR RECIRCULATION AND WITHE OR WITEOUT KEYBOARD
*«THIS STEP IS ONLY REQUIRED IP TEIS DEVICE IS BEING USED FOR
EAMPLE CRADPTORE.

DHS/DSLS/Form €ll7(Rav.7-33)
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EIEIBIT P

THIS REPORT PREPARED PURBUANT TO DUTY IMPOSED BY
A.A.C. RI—-14-404 (A}

ARIZONA DEPARTMENT OF HEALTE BEZRVICES

STANDARD QUALITY ASSUHANCE PHCOCEDTHES
INTOIILYZER MODEL 5000

BTANDARD CALTIBREATION CHECK FROCZCEZDURE (b

cson Dolice Departmoanpt Date 7?%2bf; Time Jgaéf}

Agency Tac
Intoxilyzer Serial# -t0Z25Ta (#]|2) Location nbsS
QA Specialist e~ ua;f'&;‘.s L/ lrO

fErinc Nazme)

.  Pour a standard alcohol solution of kfiown value: into a
clean dry simalateor jar and assemble the simulator.
Insure that a tight s=sal has been =Za
Standard wvalua: 0 AT

. Turn on the =simulator and 2llgw thes temperature To
reach 34°C#+.2°C.

I_l

b

— ae

3. Set Intoxilyzer mode selectian in Lhe ACA mode by
switching modes selection switch #9 on or selecting "CY

on kevboard menu.

2ttach simulatar teo the simulatar sntrance-pori on the

Intoxilyzer.

Intoxilyzer S000 display reads "READY

"EUSH BUTTON.

Push Start Test button or press entsr on XKeybeoard

. Insert card in response to display.

Alr blank complets

- ECalipbration gheck complseted

Test rasults 0.0 O 2

10. Air blank completed.

11. When display reads Test Complete remove evidence card.
Attach the card to the completed checklist.

12 . Beturn mode selection switch #9 to ofif position after

all calibraticn checks are camplets or type Q and enter

rys
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SO S X A

SIGHATURE

*FNITH OR WITHOUT Q&EGR RECIRCULATION AND WITE OR WITHOUT KEYBOARD

DHS/DSLS/Form €116 {Rav.7-93)



BIZIZIT Q

THLS REPORT PREPALRED PURSUANT TO DGTY IMP0S52D BY
oA LCL R A-datiN)

ARTEONA DEPAOTHENT QF EZALT
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STANDARD QUALITY ASSUEANCE LR

INTOZILYZER FD]?I 50
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iceycy Tucson Polic2 ga SPECTALIS J?ﬂf{#g}f({kaq?éﬁ 6&3&58

&L{ﬂuDE‘FJ (*lz d;ﬂ_::::::;ﬁ ":f?&
12, TIME o713

P rezds "WEADY TO START" or "PUSH BUTTON TO STAgT
DIAGNOSTIC TESTS
= DV Test check. Seafting shaould be bDatwesn 2000 and
_500: Moda sslectien swviteh. 52 on, S1 and 53 9Lf ar
kayboard menu selection "HY. Reading is 5y ] :
4 Display Test check. Mode seslsction switch Sl on and 52
a1id 53 off or Ksyboard menu ssalscition "W
\Vd Brinter Test check. Moda sslection switch 51, 53, 3
; Qff or Ksyboard menu seleccion "B
i * Clock tims chisck. Mode selaction swictch Si0 an oT
i warboard menu sslectign HEYV.
Dats chack Mode selesctiaon switch 51 op or <sybaoard
msnu ssl=cktion "EU
fra=a subject Test result 0.000 AC
acognition lagic system funccioning
valid test printed
sample recognition systenm
valid sample printsd
ficient sampls printad“ﬁa
amass ol sam;le purge with collactlon tubs*=
tion standard

ﬁzgdﬂ: =L
0.073 AT ¢ 0. 372,1@ 3&“

Inscrument ﬂpEgaE‘ﬁg aperly and accurately. YESV HO__

COMMENTS : %-mﬁ\[t’.d FGCKH.J[\Qﬂ.d 0912 075

i : L,
; . ]
SIGNATURE LUfu C;i/“ (M

D.ﬁfﬂ alcaoho cgé&éntratimn standard collectad for subseguent
analysis.**

*WITHE QR WITEOUT TAPOR RECIRCULATION AND WiTlHE
T8 BEIHG UEJD FOR

T
x*THETS BTSSP ITH ONLY REQUIRED IF THEIS DEVICE
BAMPLE CAPTUORE.

DHS/DELS /Form CllT{Rav‘T—EJ}
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55
EXHIBIT P éﬂt

TEIS REFORT PREPARED PURSUANT TO DUTY IMPOSED BY
A.A.C. R9-14-404(A)

ARTIZONA DEPARTHENT OF HEALTH HERVICES

STANDARD QUALITY ASSUERANCE PROCEDURES
INTOXILYZER HODEL 5000% ffﬁ\l\

STANDAHRD CALIBEATION CEECK DROCZDUDRE

Agency _Tucsoan Police Department Date E1Q’G4 Time_iiiﬂﬁl__
Intoxilyzer Serial# ::H 0025\ o P Location chS
QA Specialist

{Print Hama)
i J/} 1. Pour a standard alcohol soluticn of known wvalue i
clean dry simulator jar and assemble the simulato:
Tnsur= that a tight s=al has bezsn mades

e -

standard value: 0. 05D AE

( o) 2. Turn on the simulator and allow thz T=mperature <To
reach AR,

{ wfﬁ 3., SEL Intoxilyzer mode selection in the ACA mode by

switching mode selection switch #9 on or selecting "C"
on keyboard menu.

(o) 4. Attach simulator to the simulator entrance port on the
Intexilyzer.
T I L Intoxilyzer 5000 display reads "READY TGO START" or
"PUSH BUTTON!".
1 ,/] = Bash SE T

Alr blank
calibration chack compleced.

Test results 0.D73AL#0.077AC

Air blank completed.

When display reads Test Completée remove evidence card.
attach the card ta the complsted checklist.

Return made selection switch #3 to off position aftex
all calibration chacks ara complets or type @ and enter
on evbo rd. -

STGNATURE 5(0 OM%

*RITH OR ﬁ;m oT Gq RECIRCULATION AND WIT

Vo S s
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OR WITHOUT XEYBOARD

1l

DHS/DSLS/Form Clls (Rev.7-393)



